
AA – Preparing your instrument for shutdown 

1. For flame analysis, aspirate DI water through the instrument for 5 minutes

to flush it out. For Graphite furnace analysis, do 3-5 injections of DI water

to clean out the system

2. If the flame is lit, press the red ‘Extinguish’ button to turn off the flame.

3. Exit out of the software





4. Turn the power off on all applicable optional devices 

  

4.1 Main unit  

  

  
   

4.2 Auto-sampler 

  

 
  

  

  
  



4.3 Graphite Furnace

5. Turn off all gases at the source

6. Turn off chiller or cooling water supply if applicable.

7. Empty the DRAIN ASSY (Drain tank), the drain tube and the waste liquid

container



Shimadzu Europa GmbH 

www.shimadzu.eu

© Shimadzu Corporation, 2016

 


	AA – Preparing your instrument for shutdown

